1. Introduction {#sec0005}
===============

The Oxford Nanopore Technologies (ONT) MinION [@bib0255] is a new sequencing technology that is currently available as part of an early access and development scheme: the MinION Access Programme [@bib0260]. This programme allowed early access to the MinION for participating sequencing centres. The results produced by this study are based on the first round of the ONT MinION Access Programme, using the company\'s R6 sequencing chemistry.

The MinION will most likely be the first commercially available sequencer that uses nanopores. Nanopore sequencing has been shown to be able to discriminate individual nucleotides by measuring the change in electrical conductivity as DNA molecules pass through the pore [@bib0270], [@bib0295]. Nanopore sequencing does not rely on sequencing by synthesis as most current major technologies do. Laszlo et al. [@bib0220] sequenced the phi X 174 genome using another nanopore based technology, demonstrating that nanopore sequencing can produce long reads that are accurate enough to enable them to be aligned back to their reference genomes.

The MinION has several attributes that give it the potential to replace or complement existing sequencing technologies for some applications. The technology offers read lengths of tens of kilobases, with theoretically no instrument-imposed limitation on the size of reads that can be generated. The MinION uses nanopores to sequence a single DNA molecule per pore [@bib0210]; this has significant potential advantages over the current widely used sequencing technologies (Ion Torrent, Illumina), which rely on sequencing clusters of amplified DNA molecules. Sequencing a single molecule removes the necessity for PCR amplification and its associated biases [@bib0160]. The device has a low capital cost, is by far the most portable DNA sequencer available and can produce data in real-time, although at this stage the samples still require library preparation prior to sequencing -- a process that has yet to be optimised. It has applications in scaffolding genome sequences assembled from short reads [@bib0170], [@bib0310] and resolving repeat sequences or haplotypes, being able to span ambiguous regions in a single read, as has been demonstrated for PacBio [@bib0290], [@bib0200]. Future developments may include use in real-time medical diagnostics and forensics, as well as prospective applications as an environmental DNA sensor.

As the MinION is still in its testing stage there is very limited data published data on its performance. Mikheyev and Tin [@bib0250] sequenced the lambda phage genome, reporting that, when unalignable reads are taken into account, less than 1% of the sequence produced by the MinION is identical to the reference. Quick et al. [@bib0275] were able to sequence an *Escherichia coli* genome demonstrating that the MinION is able to sequence entire bacterial genomes. Ashton et al. [@bib0165] used the MinION to resolve the structure and chromosomal insertion site of an antibiotic resistance island in *Salmonella typhi*. They estimated the median accuracy of their MinION data to be between 61.6% and 71.5% based on mapping back to the reference. De novo genome assembly using MinION reads has been demonstrated to achieve improved assembly compared to Illumina sequencing alone by [@bib0190].

During the MinION DNA library preparation hairpin structures are added to the end of the double stranded fragments, these fragments are then denatured resulting in one length of single stranded DNA consisting of the forward strand followed by the hairpin sequence then the reverse strand [@bib0275]. The MinION generates up to three different types of read for each fragment of DNA that passes through a pore: 'Template', 'Complement' and 'Two Direction'. Initially, the forward strand is sequenced generating the Template read then the hairpin structure is read through followed by the reverse strand, generating the Complement read. Finally, the ONT base calling software attempts to call a consensus sequence of the Template and Complement reads; this resulting consensus sequence is referred to as a Two Direction read. Not all fragments that pass through the pore result in generation of all three read types; some only result in the Template read as output, others in Template and Complement, while only a small minority produce Template, Complement and Two Direction reads. One objective of the current study was to assess whether there were differences between the three types of read, such as read G + C content, read length and error rate.

Extreme G + C content is known to affect the performance of DNA sequencers [@bib0160]. To investigate whether the MinION was affected by the nucleotide composition of the target DNA this study re-sequenced a mix of three bacteria with a range G + C content *Borrelia burgdorferi* (28.6%), *Streptomyces avermitilis* (70.7%) and *E. coli* (50.8%).

2. Methods {#sec0010}
==========

2.1. Bacterial DNA {#sec0015}
------------------

Bacterial DNA was obtained from American Type Culture Collection (ATCC) for *S. avermitilis* (ATCC 35210), *B. burgdorferi* (ATCC 31267) and *E. coli* K-12 (ATCC 10798).

2.2. MinION sequencing {#sec0020}
----------------------

1 μg DNA was fragmented using Covaris g-tube centrifuged at 5000 × *g* for 60 s. 5 μl lambda phage spike-in DNA (CS, ONT) was added to each sample. Fragments were end-repaired and adenylated using NEXTflex Rapid DNAseq kit (Newmarket Scientific \#5144-02), purified and concentrated using Ampure XP beads (Beckmann Coulter). Size distribution was checked on a Bioanalyser 7500 DNA chip (Agilent Technologies) (Supplementary Fig. 1) and the concentration determined using the Qubit BR assay (Life Technologies) before pooling DNA from each species in 50 μl: *S. avermitilis* 576 ng, *B. burgdorferi* 560 ng and *E. coli* 530 ng.

The ONT protocol was followed unless indicated and all reactions carried out at room temperature. Adapters were ligated to the adenylated DNA and purified using 0.4 × volume Ampure XP beads (Beckman Coulter); beads were washed with ONT-supplied wash buffer, and eluted in 25 μl ONT supplied elution buffer. Tether was annealed for 10 min and the library conditioned with the HP motor for 30 min. This pre-sequencing mix was stored briefly on ice. Immediately before sequencing, 6 μl pre-sequencing mix, 140 μl EP and 4 μl fuel mix were mixed very gently before loading on to the MinION flowcell. Additional input material was added to the MinION flowcell at 16 h 33 min.

2.3. MiSeq sequencing {#sec0025}
---------------------

For each species (*S. avermitilis*, *B. burgdorferi* and *E. coli*) Illumina fragment libraries were prepared and those containing insert sized averaging 550 bp were selected. DNA was sequenced (300 bp Paired End) on a MiSeq using v3 reagents. Supplementary Table 1 details the number of reads produced for each species.

Data available at the SRA: *B. burgdorferi* SRR1772332, *E. coli* SRR1770413, *S. avermitilis* SRR1770414.

2.4. Alignment of MinION reads against reference genome sequences {#sec0030}
-----------------------------------------------------------------

After sequencing and base calling reads were converted to fasta using Poretools [@bib0240] then aligned against a database of the closest available reference genomes for those species: *B. burgdorferi* ATCC 31267 (NC_001318) [@bib0180], *S. avermitilis* ATCC 35210 (NC_003155) [@bib0205] and *E. coli* strain MG1655 (NC_000913) [@bib0285], plus the 3.56 kb sequence of the lambda phage spike-in. The alignment of the MinION reads to the reference genomes was carried out using the LAST alignment software [@bib0185], [@bib0215], as in [@bib0275]. The best alignment for each read was selected based on alignment score. Using LAST we aligned 12,632 reads (26.8%) and 38280405 (40.7%) bases. LAST was designed to cope well with long error-prone reads, resulting in higher mapping rates than alignment software designed for short high-fidelity reads such as BWA [@bib0230] or Bowtie2 (Langmead and Salzberg, 2012). An update for BWA mem [@bib0230] has been released designed for ONT reads. While its author suggests its performance will typically still be inferior to LAST [@bib0235] our results suggest the alignment rate is comparable, making it another viable option for aligning MinION reads (Supplementary Table 2).

2.5. Calculation of error rates from LAST sequence alignments {#sec0035}
-------------------------------------------------------------

To calculate the error rate we counted the number of mismatch positions in the gapped alignment of a read to a reference sequence, thus it is a measure of substitution, insertion and deletion errors. The error rates were then expressed as a percentage of the length of reference sequence aligned against. Some recorded errors may in fact be genuine differences between our DNA samples and the published reference genome sequences, either due to real polymorphism or errors in the published reference sequences. To estimate the frequency of such false-positive errors we re-sequenced each of our genomic DNA samples using the Illumina MiSeq and hence ascertained the number of discrepancies between our DNA samples and the published reference sequences. The MiSeq reads were aligned against the reference genome sequences using Bowtie2 (Langmead and Salzberg, 2012) and differences to the references were evaluated using SAMtools and BCFtools [@bib0225]. [Table 1](#tbl0005){ref-type="table"} shows the number of short variations between our data and the published reference genomes, these suggest that approximately 0.009% of the 'errors' in the MinION data are not errors but genuine differences. Clearly this small number of false-positive errors does not substantially affect the overall estimate of sequencing error-rate.

2.6. Calculating G + C content versus coverage {#sec0040}
----------------------------------------------

To investigate a potential bias against extreme G + C sequences we split the *E. coli* and *B. burgdorferi* genomes into 1000 bp windows using BEDTools [@bib0280] then using the LAST alignment of the MinION reads against the reference genome sequences we evaluated the coverage depth of the alignment for those windows using BEDTools.

2.7. Assembling *E. coli* using MinION reads {#sec0045}
--------------------------------------------

The Illumina MiSeq *E. coli* paired end reads were combined where possible using FLASH [@bib0245] resulting in 71456 overlapped reads and 562512 uncombined paired end reads. We extracted the MinION reads that aligned to *E. coli.* We generated an assembly using Spades 3.5.0 [@bib0265] (ONT MinION specific setting) with these MinION reads and the Illumina MiSeq data. The assembly was evaluated using QUAST [@bib0195].

3. Results and discussion {#sec0050}
=========================

3.1. Overview of sequence data {#sec0055}
------------------------------

We constructed a sequencing library containing genomic DNA from three bacterial strains in equal quantities, as described in Section [2](#sec0010){ref-type="sec"}. This single MinION run generated Template sequence reads for 35,946 different DNA fragments, but only 23.0% produced Complement reads and only 8.0% yielded Two Direction reads ([Table 2](#tbl0010){ref-type="table"}). The longest single read generated was 98,366 bp. As shown in [Fig. 1](#fig0005){ref-type="fig"} reads of this extreme length were the exception and not representative of the distribution; the majority of reads for all three read types have read lengths of less than 2000 bp.

3.2. *S. avermitilis* sequences were under-represented {#sec0060}
------------------------------------------------------

By aligning MinION sequence reads against published reference genomes, we tried to assign each read to its most likely genome of origin (i.e. *B. burgdorferi*, *S. avermitilis* or *E. coli*). Reads from *S. avermitilis* were clearly under-represented ([Table 3](#tbl0015){ref-type="table"}), as there were equal abundances (by mass) of each bacterial genome in the sequencing library. Given the high G + C content of *S. avermitilis* compared to *B. burgdorferi* or *E. coli*, this suggests that G + C content may be the explanatory factor. However, this analysis does not exclude the possibility that some other property of the *S. avermitilis* DNA was responsible (e.g. methylation or other modification of the DNA). It is also not clear whether the under-representation arises from fewer *S. avermitilis* DNA molecules being sequenced (e.g. because they are out-competed for pores) or if the DNA was sequenced with a higher error rate resulting in lower alignment rates. The overall error rate of the aligned reads is 38.2% but is higher for the *S. avermitilis* reads ([Table 4](#tbl0020){ref-type="table"}) (4.3 and 5.2 percentage points higher for the template and complement reads respectively). However when the aligned portions of all the reads are examined there is no clear correlation between G + C content and error rate (correlation coefficient of 0.198) (see also supplementary Figs. 2 and 3).

To further explore whether there was a bias against high G + C sequences we split the *E. coli* and *B. burgdorferi* genomes into windows and evaluated the relationship between coverage depth and G + C content. The correlation between high G + C and lower coverage was very weak for *E. coli* (correlation coefficient of −0.0171) while for *B. burgdorferi* it was in the opposite direction (correlation coefficient of 0.444), suggesting that if there is any trend at all, it is that extreme G + C results in lower coverage (Supplementary Figs. 4 and 5). The lack of windows in *E. coli* and *B. burgdorferi* with G + C content as high as *S. avermitilis* prevents a true examination of the effect of extreme G + C using this method.

3.3. G + C content of reads is not the same as the sequence aligned to {#sec0065}
----------------------------------------------------------------------

The mean G + C content of the MinION reads is 47.2%. As shown in [Fig. 2](#fig0010){ref-type="fig"} the GC content of the reads does not correspond to the G + C content of all of the input genomes; extreme G + C sequences which would be expected to be generated from *B. burgdorferi* and *S. avermitilis* are not present in the reads. However as shown in Table, the most likely genome of origin for many reads is *B. burgdorferi*, suggesting that reads were in fact generated from this genome. The lack of extreme G + C reads appears to be due, at least in part, to the fact that the G + C content of the aligned portion of a read is different to that of the section of the reference to which it aligns ([Fig. 3](#fig0015){ref-type="fig"}). As shown in [Fig. 4](#fig0020){ref-type="fig"} the distribution of G + C content for the aligned sections of reads ([Fig. 4](#fig0020){ref-type="fig"}A) is different to that of the sections of reference sequence to which they align ([Fig. 4](#fig0020){ref-type="fig"}B); the extremes of G + C content found in the reference seem to be shifted towards intermediate G + C in the reads. This could be caused by substitution errors in the sequencing effectively inserting random bases in the reads which will result in reads with more intermediate G + C content than the sequenced DNA fragment.

3.4. 25 genes covered by single MinION read {#sec0070}
-------------------------------------------

The long read lengths generated by the MinION have important possible applications not available to traditional short reads sequencing technologies. These reads (up to 98 kb in this study) are more than enough to span important genomic features such as secondary metabolite clusters, repeat rich regions and operons. Several interesting classes of bacterial genes are long and modular, made up of multiple partially repeated segments; these genes include non-ribosomal peptide synthase (NRPS) and TAL effectors. Because of the repetitive nature of these gene sequences, they are notoriously difficult to assemble using short-read sequencing technologies. For example, [Fig. 5](#fig0025){ref-type="fig"}A shows a section of the alignment generated from the MinION sequencing data. Highlighted is a single MinION read aligned to a 20,016 bp region of the reference genome spanning the entire length of one copy of the *E. coli* rDNA operon (5088 bp in length). [Fig. 5](#fig0025){ref-type="fig"}B shows a NRPS gene cluster in the *E. coli* genome which is 53,661 bp in length and contains 49 genes. This MinION run has generated reads which span large portions of the cluster, one of which covers 28,134 bp of this NRPS cluster including 25 of its constituent genes. Repetitive regions are problematic when trying to assemble genomic data using short read sequencing technologies as it is not possible for one "short read" to span an entire region of interest [@bib0305].

3.5. MinION reads improved *E. coli* de novo assembly {#sec0075}
-----------------------------------------------------

To demonstrate how the long reads produced by the MinION can be used to improve genome assemblies we extracted the MinION reads which aligned to the *E. coli* genome and used these in a combined assembly with Illumina MiSeq data. The resulting assembly had 84 contigs of at least 200 bp, a longest contig of 442595 bp and an N50 of 199079 bp compared to the assembly using only MiSeq data which contained 116 contigs, whose longest contig was 299472 bp with an N50 of 159445 bp. However when the assemblies were evaluated using QUAST [@bib0195] the results show seven more misassemblies in the MinION aided assembly. These findings show that even at this early stage in the development of this technology, the MinION can offer substantial improvement in assembly length.

3.6. The error rate of the aligned reads remains constant over a MinION run {#sec0080}
---------------------------------------------------------------------------

In order to evaluate the performance of the MinION over the duration of a run and whether there are characteristics of the data which vary over run time, a time series was generated. Higher mean read lengths were observed during the first 8 hours of operation ([Fig. 6](#fig0030){ref-type="fig"}), perhaps suggesting that, if read length is your primary concern the initial stages of a run are optimal for this purpose. The alignment rate varies across the run time ([Fig. 7](#fig0035){ref-type="fig"}) while the number of reads generated falls off towards the end of the run. However the error rate of the aligned reads remains relatively consistent throughout the run, suggesting that the quality of the data at the end of the run will not necessarily be any worse than at the beginning, so running the machine for as long as convenient will be beneficial rather than detrimental.

3.7. MinION quality scores do not follow the Phred scale {#sec0085}
--------------------------------------------------------

The per base quality scores of other sequencing technologies correspond with the Phred scale [@bib0175] where scores indicate a specific likelihood of error for that base; for example a Phred score of 20 indicates there will be 1 error for every 100 bases with that score. The MinION quality scores do not follow Phred expected error rates; the same quality score for the MinION does not equate to the same error rate as Phred (see supplementary Fig. 8).

3.8. Comparisons to publically available MinION data {#sec0090}
----------------------------------------------------

The error rates measured on our MinION data are similar to those for other public data on the MinION. Using our methods on the data published by Mikheyev and Tin [@bib0250] we calculated their error rate for single direction reads as 40.2% based on 35.1% read aligned (25.4% bases aligned), while 32.7% of their Two Direction reads aligned (11.4% bases aligned) with 40.1% error. This data was generated using the same R6 MinION chemistry as the data published in this study.

Due to the experimental nature of the MinION, the sequencing chemistry is rapidly evolving. The data presented in this study was generated using R6 sequencing chemistry; to explore if our results for error rate and the effect of G + C content held true for the R7 chemistry we evaluated data from [@bib0275]. Re-analysing this data with our methods resulted in 57.8% of template reads aligned (55.4% of bases aligned), with 37.5% error, but more promisingly their High Quality Two Direction reads resulted in 82.5% of reads aligned (82.3% of bases aligned), with 26.6% error. This suggests that the error rate for the high quality reads is improving as the technology evolves. As we have already been able to demonstrate that MinION reads can both cover biologically important genes and be used to generate improved genome assemblies the technology will only have more applications as it improves.

To explore if the issues with extreme G + C content sequences that were suggested by our data were still present for the updated chemistry we repeated our evaluation of coverage versus G + C content across windows of the *E. coli* genome for the R7 data. The results suggest a weak correlation between G + C content and depth of coverage (correlation of coefficient of −0.141 for Template reads and −0.0816 for High Quality Two Direction) a similar finding to our results gained from the R6 chemistry (Supplementary Figs. 6 and 7).

4. Conclusions {#sec0095}
==============

Our results demonstrate that in spite of its high error rate the MinION is able to generate extremely long reads, is able to span regions of interest in a single read and is able to improve the contiguity of genome assemblies. As well as the high error rate, the MinION\'s possible difficulties with high G + C content sequences, demonstrated in this study, will also need to be addressed before the device is put into widespread use.

Our analysis of data generated by [@bib0275] on the R7 MinION chemistry suggests that the error rate for the High Quality Two Direction reads is improving as the technology evolves, although we suggest the potential issues with sequencing extreme G + C sequences is still present. The lower error rate generated from the Two Direction reads produced with the updated MinION chemistry gives cause for optimism that future version of the MinION might be able to generate reads with a greatly reduced error rate while still retaining the long read length and low per unit costs that make this such an exciting technological prospect.

Appendix A. Supplementary data {#sec0105}
==============================

The following are the supplementary data to this article:
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Supplementary data associated with this article can be found, in the online version, at [doi:10.1016/j.bdq.2015.02.001](10.1016/j.bdq.2015.02.001){#intr0005}.

![Distribution of MinION read lengths. Frequency distributions of lengths of reads obtained from the MinION run. Data shown for each of the three read types Template, Complement and Two direction, superimposed.](gr1){#fig0005}

![G + C content of MinION reads. A frequency distribution of the G + C content of reads generated by the MinION run. Mean G + C content of each reference genome is included for comparison.](gr2){#fig0010}

![G + C content of aligned portions of MinION reads against corresponding reference sequence. Plot of G + C content of the aligned portion of a read versus the G + C content of the section of the reference to which it aligns. Included is a line to demonstrate the relationship if the two were equal.](gr3){#fig0015}

![G + C content of aligned portions of MinION reads and the reference sequence aligned to. Frequency distribution of the G + C content of aligned portions of the reads (A) and the G + C content of the sections of the reference genome they align to (B). Mean G + C content of each reference genome is included for comparison.](gr4){#fig0020}

![Single MinION reads able to span important genes. Images generated using IGV [@bib0300] showing the alignment of MinION reads to the *E. coli* reference genome. (A) A rDNA operon. (B) A NRPS gene cluster. Highlighted with continuous red lines are the reads spanning the relevant sections and the dashed lines highlight the genomic regions of interest.](gr5){#fig0025}

![Read data over time during the MinION run. Plot of number of reads and their mean length generated per hour during the MinION. Additional input material was added to the MinION flowcell at 16 h 33 min.](gr6){#fig0030}

![Fluctuation in alignment and error rates over time during a MinION run. Plot showing percentage of read bases aligned per hour during the MinION run based on the alignment by LAST and their error rate. Additional input material was added to the MinION flowcell at 16 h 33 min.](gr7){#fig0035}

###### 

Differences to published references genomes.

  Species            SNPs   Indels
  ------------------ ------ --------
  *S. avermitilis*   722    148
  *E. coli*          402    17
  *B. burgdorferi*   144    16

###### 

Summary statistics for the MinION reads.

  Read type       Read count   Mean length (bp)   Standard deviation of length (bp)   Maximum length (bp)
  --------------- ------------ ------------------ ----------------------------------- ---------------------
  Template        35,946       1951               3007                                98,366
  Complement      8270         1827               2549                                44,769
  Two direction   2877         3088               2958                                28,365

###### 

The number of reads of each type which aligned to each species.

  Read type       *S. avermitilis*   *E. coli*   *B. burgdorferi*   Lambda   Unaligned
  --------------- ------------------ ----------- ------------------ -------- -----------
  Template        226                2703        6752               1246     25,018
  Complement      44                 203         773                28       7222
  Two direction   0                  268         317                71       2221

###### 

Error rate of reads split by type and species aligned to.

  Read type       *S. avermitilis* (%)   *E. coli* (%)   *B. burgdorferi* (%)   Lambda (%)
  --------------- ---------------------- --------------- ---------------------- ------------
  Template        42.5                   38.2            38.4                   36.9
  Complement      43.4                   38.2            38.2                   38.0
  Two direction   NA                     37.3            40.8                   38.4

[^1]: These authors contributed equally to this work.
